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Abstract. Flow measurements in Urban Drainage Systems are essential for the
pollution control. Since the accuracy of the Acoustic Doppler Velocimeters is
impeded by several factors, this research is focused on the alternative or a
supplemental Electro-Magnetic Velocity (EMV) meters. EMV meters are more
robust and reliable and can provide accurate measurements of low flows or even
under a porous sediment cover. However, the downside of their usage is the
small control volume (CV) where the flow velocities are integrated in a non-
linear manner to obtain a single one-dimensional velocity measurement. To
provide accurate mean flow velocity it is necessary to determine the size of the
CV and to understand the non-linear integration principle within the CV. These
valuable data are typically not provided by the manufacturer. In this paper, an
experimental methodology is proposed for deﬁning the size of the CV and the
one-dimensional (1D) weighting function, used to describe the sensor’s inte-
gration principle. In the experiments, bed-mounted flat DC2 EMV probe was
used. The size of the CV and 1D weighting function were determined based on
the results of the EMV operation under sand cover of varying depth. It was
shown that the reach of the CV for the used device is 6 cm from the electrodes
of the sensor.
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1 Introduction
Accurate flow measurements in Urban Drainage Systems (UDS) are essential for
estimating pollutant loads and a better understanding of impacts on the urban aquatic
environment. Flow measurements in UDS present a challenging task since they are
designed to operate with partially ﬁlled pipes, commonly characterized by hostile
environmental conditions. The Velocity-Area (VA) method with a bed-mounted
Acoustic Doppler Velocimeters (ADV) are frequently used (Larrarte et al. 2008).
However, it was shown that the ability of the ADV to provide accurate velocity
measurements in UDS is impeded by several factors (Aguilar et al. 2016). Hence an
investigation on alternative or a supplement sensor is needed. In this paper, the flat bed-
mounted Electro Magnetic Velocity (EMV) meter/sensor is analyzed.
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Due to its operating principle, the EMV meters are inherently more robust and
reliable when compared to the ADV. It was shown that EMV meter can provide linear
measurements of the flow velocity even under porous sediment cover of few cen-
timeters (Ivetic et al. 2018 – in preparation). Additionally, EMV meter has good
performance in flows with low depths (smaller than 5 cm) and very low velocities
(below cm/s), making it a valuable measuring device in the combined sewer systems
where a dramatic difference is observed between dry and wet weather flows (Har-
ramoes et al. 1993). The downside of the EMV meter is the small control volume (CV,
flow volume contributing to the sensor’s output signal), hence the velocity measure-
ments are more “local” when compared to the ADV. Furthermore, velocity measure-
ments are a result of the non-linear integration of the flow velocity distribution within
the CV (Shercliff 1962). Hence, to provide accurate mean flow velocity measurements
with the EMV sensor, it is necessary to know the size of the CV and to understand the
velocity integration principle within the CV. As the manufacturers of EMV meters are
typically not providing the user with these valuable data, a suitable methodology for
describing these features of the EMV meter is needed.
The focus of this research is to establish an experimental framework for deﬁning
the EMV’s technical parameters, the size of the CV and the sensitivity of the measured
velocity to the velocity distribution within the CV. The aim is to improve the accuracy
of the VA flow measurements in UDS, by including additional technical parameters of
the EMV sensor in the measurement.
2 Materials and Methods
2.1 Flat EMV
In the research presented in this paper, a bed mounted flat DC2 EMV probe (Svet
instrumenata 2012), designed by a local SME for one-dimensional velocity measure-
ments, was used. Flat EMV probe is shaped to minimize the flow disturbances. Two
flat excitation coils are integrated into the robust inox housing of the probe, with the
dimensions of L = 280 mm, W = 160 mm and H = 23 mm (Fig. 1A). The manufac-
turer speciﬁes that the accuracy of the DC-2 EMV device is ± 1%, precision
0.001 m/s, and the operating range ± 15 m/s. The induced voltage shows a linear
relationship with the measured velocity.
In general, the EMV operating principle is based on the Faraday’s law of induction,
where the output signal (voltage E) is generated by the motion of the conductive fluid
(water) through a transversal magnetic ﬁeld (Shercliff 1962). Although the general
sensitivity was described as the cross product of the velocity ~V and the magnetic ﬁeld
~B, Shercliff (1962) proposed a simple equation to describe how each part of the flow
contributes to the voltage E through the weight function w:
E ¼
Z
s
w  ~Vds ð1Þ
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where s is the control volume (CV) of the EM sensor (Fig. 1B). The CV is physically
described as a volume (3D), yet for the practical purposes, it can be represented by a
single parameter smax - i.e. the reach of the CV or the upper limit of integration in
Eq. (1).
In the bed-mounted EMV application, s is a variable, dependent on several factors:
excitation current, distribution of the~B, conduits geometry and water depth h (when the
his bellow smax, otherwise s ¼ smax). Since the excitation coils of the flat EMV probe
are relatively small and power consumption is kept low (coil excitation current 80 mA
during the 10 s sampling period), the reach of the produced magnetic ﬁeld is limited to
the vicinity of the EMV (Fig. 1B). The goal of this research is to experimentally derive,
one-dimensional w and the maximum limits of the integration (the smax).
2.2 Sand Cover Experiments
To derive the weighing function, the relationship between the size of the CV and the
EMV output voltage needs to be experimentally assessed. It is necessary to system-
atically exclude certain zones of the CV (in the z direction) but still allow the contact
between the conductive fluid and the electrodes (Fig. 1B). It is assumed that if the flat
EMV is covered with the porous material (e.g. sand) of varying thickness d, this effect
can be achieved. The zones occupied by sand, within the CV, will not contribute to the
output voltage as the ﬁltration ðQFÞ velocity is negligible compared to the bulk flow
(Q) and the sand will not influence the magnetic ﬁeld. The reduction of the CV in this
manner, will lead to the proportionally smaller output voltage.
Previous flume experiments (Ivetic et al. 2018) have shown that the systematic
effect of the sand cover, on the velocity measurements, can be minimized with the use
of linear Correction Function Model (CFM), as long as the sand surface is flat. A part
of the adapted lab flume, in the Faculty of Civil Engineering, University of Belgrade
(Serbia), accommodating the free surface flow in an 8 m long and 0.25 m wide rect-
angular channel, has been used. Within these experiments, uncertainty benchmarking
procedure (Aguilar et al. 2016) was utilized for assessing the velocity measurements
acquired with the flat EMV under 16 different sand sediment depths d ¼ {0, 5, 10, 15,
Fig. 1. Left (A): Top view of flat DC2 EMV meter in a lab flume; Right (B): Illustration of the
Flat EMV operation under sand cover with parameters signiﬁcant to the analysis
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20, 23, 25, 30, 35, 40, 45, 50, 55, 60, 65, 70, 80 mm}. It was observed that the bias
uncertainty increases with the increase of d hence the parameters of the CFM model are
dependant on the value of d. CFM is deﬁned with two parameters, slope a representing
the ampliﬁcation of the output signal, and intercept b corresponding to the zero-drift.
Here, only the ampliﬁcation of the signal a is considered, as the b was proven to be
constant for varying d. Based on the obtained CFM for sand, a power model for a
(against d) was derived and plotted on Fig. 3A. The ampliﬁcation a describes how the
exclusion of the certain zones of the CV, starting from the EMV’s upper surface zsurð Þ,
will reduce the strength of the output signal (Fig. 2A).
For deﬁning the one-dimensional w, a vertical velocity distribution within the bulk
flow is needed. As the upstream length of the sand cover in the experiments was over
few meters (length/width > 10), and the width/depth ratio was relatively low, the
velocity distribution was approximated by the log-law extension proposed by Bon-
akdari et al. (2008). Next, it is necessary to discretise the vertical distance from zsur to
zupp = zsur þ smax, by arbitrary dz, deﬁning i = 1! N number of vertical distances
zi = zuppþ idz. Finally, for each of the zi, numerically approximated Eq. (1), corre-
sponding to the case of d ¼ zi, in form of a sum of squares can be written:
NaiV ¼
XN
i¼1
wiui ð2Þ
where V is the mean flow velocity. In total N equations (2) can be deﬁned, where for
each equation ai corresponds to the reduction of the V for d ¼ zi. Furthermore, due to
the presence of the sediment cover, for each of the N equations (2) the distribution of
the ui needs to be deﬁned in accordance to the value d ¼ zi.
Fig. 2. A schematic illustration of the adapted laboratory flume setup as part of the closed
circulation system
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3 Results and Discussion
The N equations (2) form the system of linear equations with a lower diagonal matrix
of unknown coefﬁcients wi due to the fact that QF  0. Solving this system leads to the
experimentally deﬁned one-dimensional weighting function w (Fig. 3B). As smax was
not known a priori, it was varied until the smoothly receding w was not computed.
Finally, after veriﬁcation with measured results, it was assumed that smax is equal to
60 mm.
4 Conclusions
EMV meters can be considered as a supplement or an alternative to commonly used
ADVs for velocity measurements in the UDS. Technical parameters, such as weighting
function and the reach of the EMV meter’s CV are essential for accurate mean velocity
estimation. In this paper, a methodology for the experimental derivation of these
parameters is given. For flat EMV meter, used in the experiments, it is shown that the
control volume is limited to 6 cm from the sensor electrodes. Additionally, a corre-
sponding one-dimensional weighting function is derived. With these technical
parameters of the EMV meter, it is possible to improve the accuracy of the VA flow
measurements in the UDS, based on the knowledge of the site-speciﬁc hydraulic and
geometric characteristics. Further ﬁeld investigations, probably supported by CFD
analysis, are needed for assessing the potential for VA flow measurement
improvement.
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Fig. 3. Left (A): CFM slope model based on the “observed” values of the correction function
slopes for varying sand cover height; Right (B): one-dimensional weighting function and the
reach of the CV, derived from the sand cover experiment
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